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I INTRODUCTION

We have developed the microwave cavity perturbation technique and have

used it extensively for two applications important to the development of

charged particle beam propagation studies. The first application is to

measure the decay of conductivity in the afterglow of electron-beam pulses

with the objective of determining the time when the conductivity level is

optimum for channel tracking by subsequent pulses and of providing a benchmark

for comparison of air chemistry codes that predict the variation of conductiv-

ity with time in the afterglow. We have performed extensive measurements on

channels generated by a Febetron 706 in our laboratory 1"3 and also on the

PHERMEX accelerator at Los Alamos4 and the Medea accelerator at McDonnell-

Douglas Research Laboratory.5 The second application is to measure the

conductivity generated by laser photoionization of organic gases either for

laser guiding in accelerators or for creation of synthetic conductivity

channels in high pressure gases for tracking studies. In the first category,

we used the microwave technique in our laboratory to help determine the

relevant photoionization cross sections for four organic molecules that were

candidates for laser guiding applications,6 and later we measured the

photoelectron density in situ for Los Alamos experiments involving photoion-

ization of benzene for beam guiding in tenuous atmospheres.7 In the second

category, we have performed a detailed study of the photoionization yields for

benzene in the presence of high pressure buffer gases.
8 ,9

In all these measurements, use of the microwave technique required

generation of numerous repetitive pulses, ranging from a minimum of 40 shots

at each condition for the electron-beam experiments to several hundred pulses

for laser-generated plasmas. This requirement is clearly unattractive,

especially for single-pulse electron accelerators with low duty cycles. Even

for repetitively pulsed lasers, there is a problem because laser energy can

vary from pulse to pulse and can degrade over a few hundred pulses.
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We have now overcome the requirement for multiple-pulse measurements. We

have developed a technique that allows full time-dependent real and imaginary

conductivity histories in a single pulse, regardless of the gas pressure, and

for conductivities that represent large perturbations to the cavity. This

technique is described in detail in the Appendix, which is a paper that has

been submitted to the Review of Scientific Instruments.
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II CONCLUSIONS

This new single-pulse conductivity measurement technique represents a

breakthrough in diagnostics capability for charged-particle-beam studies. For

single-pulse, low-duty-rate accelerators such as RADLAC, it makes possible

accurate afterglow conductivity measurements for the first time. For slightly

higher rep-rate accelerators such as Medea or PHERMEX, it will improve the

accuracy of the results by eliminating pulse-to-pulse reproducibility problems

and will facilitate measurements by substantially reducing the time required.

Even for a high rep-rate accelerator such as ATA, advantages are expected in

both accuracy and convenience.

The new technique is also very important in synthetic channel character-

ization. For example, the planned ATA channel tracking studies require

determination of the photoelectron densities at several positions, several

benzene pressures, and several buffer gas pressures. Acquiring the complete

set of data using a multiple-pulse measurement technique and a low-repetition-

rate laser would be very difficult if not impossible, but the task is feasible

using this new single-pulse technique.
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ABSTRACT

We describe a technique for measuring transient real and imaginary

conductivity histories in a single pulse using the microwve cavity

perturbation technique when the perturbations are large, that is, when the

ferquency shift is larger than the FWHM of the cavity resonance and/or when

the cavity Q changes significantly. A demonstration of the use of the

technique to measure laser photoionization yields in a high pressure buffer

gas is presented.

, Current address: Portland State University, Portland, Oregon 97207
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INTRODUCTION

Microwave cavity techniques have frequently been used to measure the

conductivities of plasmas. These techniques are based on the cavity

perturbation formula derived by Slater
I

E2

-2j Af 1 v(r + Jao) E (v)dv

f 0 W fv E2 (v)dv

This relation shows that the change in Q of the cavity resonance varies with

the real conductivity of the plasma, whereas the shift of the resonance

frequency varies with the imaginary conductivity. The conductivities can be

written in the constant-collision frequency approximation (v - constant) as

ar - fo p2V/(W2 + V2) (2)

and

ai  = Op2 /(2 + V2
)  (3)

Thus, both conductivities vary linearly with the electron density, but at

higher pressures the conductivities also depend strongly on the electron

collision frequency. At high gas pressures the cavity perturbation tends to

be dominated by the Q change, whereas at low pressures it is dominated by the

frequency shift. At intermediate pressures, it is necessary to measure both

the frequency shift and the Q change to determine either the real or the

imaginary conductivity. Because of this difficulty, measurements are often

confined to low pressures where Q changes are negligible or to very small

plasma perturbations where the Q changes can again be neglected. However, it

is then possible to measure only one of the conductivities (usually the imagi-

nary component) and so the electron density can be calculated only if the
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I

collision frequency is assumed known. We address here the case where it is

necessary to measure both components of the conductivity.

The most straightforward way to measure the Q and fo of the cavity is to

sweep the microwave source across the resonance and measure either the trans-

mitted or the reflected power versus frequency. For a steady-state or slowly

varying plasma, this measurement can be repeated to determine the perturbed

Q and fo" and the perturbations A(I/Q) and Af are easily determined.

However, when the plasma density and/or temperature vary rapidly, swept-

frequency measurements are no longer possible, and alternative techniques are

required. One approach that we have used extensively2 is to measure

transmission histories at many frequencies across the cavity resonance, each

measurement being made on a separate transient plasma decay. We then

crossplot the transmission values at discrete times in the afterglow versus

frequency, thus reconstructing instantaneous transmission curves that allow

determination of the perturbation at each time. However, this technique

requires many repetitive pulses of the plasma, which may not always be

possible; furthermore, the plasma may not be reproducible from shot to shot.

The shift of cavity resonance frequency is analogous to a phase change in

a transmission experiment, whereas the Q change is analogous to attenuation.

In microwave interferometer measurements, the attenuation and phase shift are

easily determined and interpreted, and transient conductivity decays can be

determined for a single pulse. However, there are cases in which a single-

pass measurement using an interferometer may not be sensitive enough, and the

enhancement achieved by the "multiple" interaction of the standing waves in

the cavity with the plasma may be desired. Furthermore, it is very difficult

to measure plasmas of small dimensions comparable to the microwave wavelength

by single-pass interferometry because of refraction effects on the beam,
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whereas such measurements present no difficulty using the cavity technique.

If the transient change in transmission or reflection and the change in phase

of the transmitted or reflected power for a cavity could be simultaneously

measured and if those changes could be interpreted in terms of A(l/Q) and Af,

then transient real and imaginary conductivities could be measured in a single

pulse. We describe the method for accomplishing such measurements in the next

section.

I. REFLECTIONS FROM A MICROWAVE CAVITY

Pound3 showed that the power reflected from a microwave cavity changes

phase as the incident frequency varies around the resonant frequency of a

cavity and used that fact to design a feedback scheme to stabilize microwave

oscillators. His derivation forms the basis for the present scheme, and our

description and notation will follow his presentation. Fessenden and Warman,4

Shimamori and Hatano, 5 and others also developed diagnostic methods based on

Pound's work, but they restricted their measurements to small perturbations

(Af smaller than the half-width of the resonance) and assumed that the

amplitude of the reflected signal stayed constant (thus precluding measurement

of the real conductivity component).

In electrical circuit terms, the cavity can be represented by a

resistance R, an inductance L, and a capacitance C; in the shunt-resonant

representation, the three components are connected in parallel across the

input terminals of the equivalent circuit. The cavity admittance is then

given by the expression
6

Yc- (R/Zo 2 ) + j R(wC - I/wL)/Z o  (4)
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where Zo is the characteristic impedance of the transmission line. In Pound's

notation, this is written

Yc/Yo - (60/61) + j (2Av/6I ) (5)

where 60 - i/Qu, 61 - i/Qext - l/Q1 -/Qu, Am - (m - vo)/Vo, and

Yo - l/Zo. Qu, Qj, and Qext are the unloaded, loaded, and external Q's,

respectively, and vo is the cavity resonant frequency, vo - I/2r(LC)1/ 2 .

The voltage reflection coefficient for the cavity is
6

rv = (Yo Yc)/(Yo + Yc )  (6)

Again using Pound's notation where a 60/61 and a - 2Av/6o, this is

1 - a - iaa

+ a + j aa

. (. - a2 _ a 2 a2) - j 2 a
+ a)2 + a2a2 (7)

This relationship is fundamental to our analysis. It shows that the voltage

reflection coefficient varies with the Q of the cavity through the parameter a

and with the frequency offset through the parameter a.

Equation (7) shows that the voltage reflection coefficient is complex, so

that it could alternately be written as an amplitude and a phase angle 0

rv - Irvl._ (8)
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The amplitude is always :l, and the imaginary component is zero when a - 0 or

when a - ±o. In the latter case, the real component is -1; that is, the phase

angle is 1800 when the frequency is far from resonance (thus, the cavity acts

like a short circuit). Likewise, at resonance the phase angle is either 0 or

1800 depending on whether the real component is positive or negative.

Positive values correspond to an overcoupled cavity (a < 1), whereas negative

values correspond to undercoupling (a > 1). When the cavity is matched, the

reflection at resonance is zero. As the frequency approaches resonance from

below, the phase angle decreases to values smaller than 1800, and at fre-

quencies above resonance, the angle is between 0 and -1800.

The variation of the reflection coefficient with frequency can be seen

more readily by means of a Smith chart, as shown in Fig. 1. It can be shown6

that the locus of points representing the complex reflection coefficient for a

given Q and fo is a circle centered on the negative real axis at the point po,

where

Po -a/(l + a) (9)

and with a radius p - 1 + po, or

p - 1/(i + a) (10)

As the frequency is increased from 0, the reflection coefficient traverses the

circle in a clockwise fashion beginning at -1. At resonance, a - 0, and the

reflection coefficient is at the second intersection of the circle with the

axis. As frequencies continue to increase above resonance, the coefficient

continues to traverse the circle in the lower half plane back to -1. Since

the phase angle is that angle between the positive x axis and points on the

circle, its variation with frequency is clearly apparent.
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II. INTERPRETATION OF EPERIMENTS

In the next section, we describe techniques for determining the time-

dependent magnitudes and phase angles of the voltage reflection coefficient

through measurement of the power reflection coefficient, rp, and the

interference power. The power reflection coefficient is the square of the

amplitude of the voltage reflection coefficient

rp - Irvi2  (n1

The two voltage coefficient parameters suffice to define a point (x,y) in the

complex reflection plane as

x - rp1/2 cos 0 (12)

y - rp1/2 sin 0

This point lies on the circle representing all possible reflection coeffi-

cients for the value of a of the cavity (i.e., for its Qu and Qext ) .

Identification of the radius, p, of the circle allows determination by means

of Eq. (10) of the instantaneous value of a (which gives the instantaneous

value of Q2), while identification of the angular position of the point on

that circle (say, as the angle 8) allows specification of the parameter a (and

hence, the frequency offset Av).

Trigonometric calculations lead to the result that the radius p is given

by

[ 2 + (x + 1) 2  (13)
P 2(x + 1)
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which, with equation (10), gives

2(x + 1) (14)
y (x + 1)2]

It can also be shown that the angle 8/2 as shown on Fig. 1 is

tan (0/2) - y/(x + 1) - - aa/(l + a) (15)

This leads to

a-- 2 y (16)

2(x + l) - y2 (x + 1)2

Equations (14) and (16) allow the determination of the parameters a and a at

each instant that the phase and magnitude of reflected power can be measured.

The presence of a plasma in the cavity can be regarded as perturbing the

unloaded Qu while the external Qext stays constant. Then

A(l/Q) - A(6o) - 61 a - 61 (a - a° ) (17)

where the superscript indicates the value for the empty (unperturbed)

cavity. The frequency shift is given by

Af/f - A(A') - (aa - aa 0°)61/2 (18)

The perturbations given by Eqs.(17) and (18) are used directly in equation (1)

to calculate the real and imaginary conductivities.

The parameters 6, and o can be determined by sweeping the source across

the empty cavity and measuring AfFWHM , the frequency spread at the half-power

points, and the reflection coefficient at resonance, Tp° . After using Eq. (7)

A-9



to find an expression for rp and then setting a - 0 in that expression, one

can show that

a° - [(1 - rp0 1/2)/al + r.0 1/2)]±1 (19)

Also,

61 - i/Qext - I/[(l + ao) Qjo]

- AfFWH1/[(l + ao) fres] (20)

where fres - Vo is the cavity resonance frequency. The superscript +1 is used

in Eq. (19) if the cavity is overcoupled, and -1 is used if undercoupled (see

also Section V).

The parameter a° is calculated for the "operating frequency" fop as

a° - 2(fop fres)/(fres 60°) (21)

where 600 aO 61 (22)

For maximum sensitivity, the measurement would be performed with fop at the

frequency corresponding to the half-power point of transmission or reflection,

where the slope of reflected power with perturbation is greatest, but the

range of electron densities that can be measured can be extended to higher

values by setting fop to even higher values.

III. EXPUIMNTAL SETUP

A microwave circuit suitable for measuring magnitude and phase of the

reflected power from a cavity is shown in Fig. 2. The setup is essentially

the same as for an interferometer, but the horns and open-air propagation path
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are replaced by the cavity and directional coupler #2. Other configurations

are possible. For example, directional coupler #2 could be replaced by a

circulator, while directional coupler #4 could be replaced by a hybrid

junction (magic tee) or a balanced mixer. The setup shown simplifies the

interpretation of the results.

If detector DI is calibrated for power, then the power reflection

coefficient is determined by comparing that power with the value measured off

resonance, that is, either by sweeping the microwave source far from resonance

or by shifting the resonance far from the empty-cavity value, for example, by

inserting a quartz rod into the cavity. This measurement gives one of the

fundamental values required, rp(t).

Likewise, if detector D2 is calibrated for power, it gives the value of

the interference signal:

P2 " PA + PB + 2 (PAPB)I/2 cos(O B -A )  (23)

where A and B refer to the reference arm and the reflected signal arm,

respectively. We adjust the variable attenuator so that the powers reaching

D2 are approximately equal when the frequency is far from resonance.

Likewise, we adjust the variable phase shifter so that the two signals are

approximately in quadrature for the same condition. Since OB - 1800 in that

case, this specifies OA - 900. Note that the quadrature adjustment could also

give OA - 2700; the correct choice gives a maximum in P2 as the frequency

approaches resonance from below and a minimum at frequencies above resonance.
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Once we have chosen fop, we can calculate the corresponding phase angle

from Eq. (7) as

Oop - tan l((-2 a° aop)/[l - (a°)2 _ (°aop ) 2]) (24)

Then, by measuring PA, PB, and P2 at that operating frequency, we can

determine OA exactly from Eq. (23) using the measured powers and OB - Oop .

Having determined PA and OA from these preliminary calibrations, we can

now make a transient measurement by measuring PB(t) and P2 (t) using DI and

D2 . We can then use equation (23) to determine the instantaneous reflected

power phase angle as

OB(t) - OA + cos-lIUP 2 (t) - PA - PB(t)]/2[PAPB(t)]1/ 2  (25)

This is the angle used in Eq. (12). Note again that 0. will be near 900 when

set as described above.

IV. EXAKPLE OF KMSUREMENT TECHNIQUE

We have performed an extensive set of measurements of the photoionization

yields of benzene by a KrF laser when the benzene is admixed in a high

pressure buffer gas. We used the microwave cavity perturbation technique with

repetitive pulses as described in Reference 2. However, we were ultimately

limited by shot-to-shot jitter in the laser energy, which spurred us to

develop the single-shot technique reported here.

Details of the measurements and of the photophysics of benzene have been

reported elsewhere.7 Here, we note only that we were using a cavity resonant

in the TMoI0 mode at 1.6 GHz and that the combination of benzene pressure and
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laser energy used led to a predicted value of electron density of

-1 x 1010 cM&3 within the 7.3-mm-diameter laser beam path. The loop antenna

that couples the cavity to the transmission line was adjusted to produce

slight undercoupling for the unperturbed cavity and also for the perturbed

cavity at low gas pressures where the Q change is small. At higher gas

pressures, the perturbation became progressively stronger, making the

transient undercoupling more pronounced.

In Fig. 3, we present Smith-chart representations of the amplitude and

phase of the voltage reflection coefficients following laser pulses into I Am

of benzene and 0, 10, and 100 torr of N2 . When no N2 is present, the real

conductivity is very small and the Q change is negligible. Then the

reflection coefficient traces out nearly a perfect circle corresponding to

that for the empty cavity (the fluctuations in the curve near the origin occur

because calculation of the phase angle involves division by the reflected

power, which approaches zero in that region). At the higher pressures, both

the amplitude and phase values change to reflect the effects of collisions on

the real and imaginary conductivities. In these cases, the reflection

coefficient returns toward the empty cavity value as the plasma decays, but

the measurements were not continued long enough to reach the unperturbed

condition.

The time histories of the conductivities are shown in Figure 4, and those

of the electron densities are shown in Figure 5. In the case of no N2 , the

electron decay is governed by ambipolar diffusion, and therefore the decay is

exponential. For N2 - 10 and 100 torr, electron-ion recombination dominates,

and the decays follow a ne" 1 t dependence. As noted above, these and other

results of the benzene photoionization study will be reported in detail

elsewhere. 7
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V. DETAILS ON IKPLENENTING THE TECHNIQUE

The general comment can be made that achievement of accurate results

using this method requires exceptional precision and accuracy in both the

hardware and the measurements. Thus, for example, we found it necessary to

insert an isolator between the directional couplers DC1 and DC2 (Fig. 2) to

prevent reflected power from the cavity from entering the reference leg of the

interferometer, even though DC1 had a nominal directivity of 18 dB. Likewise,

the calibrations of the detectors must be accurate to a few percent; note that

D1 should be calibrated in terms of the power appearing at D2.

Another problem we encountered was that of obtaining a flat reflected

power versus frequency in the vicinity of the resonance when the resonance was

shifted away. We identified the problem as one of power radiated from the

loop antenna even when far from resonance. The problem was worse when the

antenna size was large enough to provide near matched coupling to the

cavity. We found that it could be eliminated by modifying the antenna as

shown in Fig. 6. With this geometry, we obtained near matched coupling and a

baseline reflection coefficient flat to 1.2% over a 10-MHz frequency range

around 1.6 GHz.

Finally, we found it difficult to determine whether the empty cavity was

slightly overcoupled or slightly undercoupled, so as to determine the correct

sign of the exponent in Eq. (19). An unambiguous determination can be made by

perturbing the cavity by inserting a quartz rod into the cavity a small step

at a time. At each position, the reflected and interference powers are

measured, and the voltage reflection coefficient and phase angle are

calculated, the latter parameter from Eq. (25). The results are then plotted

on a Smith chart. Note that the value of a° is required to calculate Oop from

Eq. (24); that angle is then used to calculate OA, which is used to calculate
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the OB'S that are plotted. If the wrong sign of the exponent is chosen, so

that a° is incorrect, the plotted points will not form a circle, but will

instead be skewed. Repeating the procedure using the reciprocal for ao should

0then lead to a good circle and identification of the correct value of a
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FIGURE I SMITH CHART REPRESENTATION OF COMPLEX VOLTAGE
REFLECTION COEFFICIENTS NEAR RESONANCE OF MICRIO-
WAVE CAVITY
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FIGURE 3 LOCI OF REFLECTION COEFFICIENTS FOR~ CONDUCTIVTY DECAY
FOLLOWING PHOTOIONIZATION OF BENZENE IN N2
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FIGURE 4 REAL AND IMAGINARY CONDUCTIVITY HISTORIES FOLLOWING
PHOTOIONIZATION OF BENZENE IN N2
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FIGURE 6 SCHEMATIC OF COUPLING LOOP ANTENNA
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